Introduction {#S0001}
============

Percutaneous endoscopic lumbar discectomy (PELD) was first described by Kambin and Gellman in 1983 \[[@CIT0001]\]. With the development of endoscopic instruments and surgical techniques, the procedure has gradually emerged as a favored minimally invasive technique for treating lumbar disc herniation. Compared with microlumbar discectomy, PELD not only better preserves the normal para-spinal structures, but also provides shorter rehabilitation and fast return to daily activities \[[@CIT0002]\].

However, the risk of incomplete removal of disc fragments is a major concern in the use of PELD, particularly in cases of high-grade migrated lumbar disc herniation. Since endoscopic surgery only exposes a narrow field around the posterior spine, an improper work trajectory can lead to disc fragment residue. The success of PELD depends on an accurate surgical trajectory and the operator\'s knowledge of spinal anatomy \[[@CIT0003]\].

Conventional fluoroscopy is routinely used to evaluate the work trajectory prior to discectomy, but its 2-dimensional field hampers the surgeon\'s comprehensive understanding of the spinal anatomy in 3 dimensions \[[@CIT0004]\]. A more advanced intraoperative imaging technique is intraoperative cone beam computed tomography (CT) scanning (O-arm), which allows either standard fluoroscopic images or a full 360-degree scan with 3-dimensional (3D) volumetric reconstructions. The O-arm has become widely available to aid intraoperative decisions, especially in pedicle screw positioning for spinal trauma surgery \[[@CIT0005]\].

Herein, we describe the utility of the O-arm for determining the working trajectory in PELD. To our best knowledge, this method has not been described previously.

Aim {#S0002}
===

We retrospectively reviewed PELD procedures to assess the feasibility and utility of the O-arm (Medtronic) for establishing the working trajectory. We present intraoperative 3D images of the working cannula and discography.

Material and methods {#S0003}
====================

Between March 2012 and November 2013, 89 consecutive patients underwent PELD with assistance of the O-arm. The criteria for PELD were lower limb radiculopathy with or without associated back pain, presence of a nerve root tension sign, failure of conservative treatment for 3 months, and corresponding finding on clinical and radiological examination. Patients who had segmental instability or severe central canal stenosis were excluded. All patients were informed that the O-arm would be used as the intraoperative imaging technique, and each provided signed consent.

The O-arm was initially placed with an open gantry as an open "C". After the patient was positioned prone for a transforaminal approach, the gantry was draped and the 2D fluoroscopy feature used to center it optimally for 3D scanning and to verify operative levels. The machine was covered with sterile plastic ([Photo 1](#F0001){ref-type="fig"}). The surgical procedure was conducted under local anesthesia. Surgical planning of the working trajectory was carried out preoperatively, based on CT or magnetic resonance imaging (MRI) in the Image Workstation. After sterile preparation around the skin entry point, an 18-gauge spinal needle was introduced to the target. The O-arm was used for repetitive 2D fluoroscopy during the procedure, anteroposterior and lateral, to control the progression of the spinal needle.

![The typical operative setup of the O-arm in a PELD procedure. The patient is positioned in the center of the coil, which is draped with sterile translucent plastic](WIITM-10-26189-g001){#F0001}

The spinal needle was inserted into the disc and an intraoperative discogram was conducted with a 2-ml mixture of radio-opaque dye, indigo carmine and normal saline. Sequential reamers were used to enlarge the foramen by removing the ventral aspect of the superior facet. The beveled working cannula was then placed over the sequential dilators. Once the working cannula was in place, an intraoperative 3D scan with the O-arm was performed to ensure satisfactory positioning of the working cannula and to assess the degree of bony resection. The dye leaks through the tear in the annulus in the epidural space and thereby identifies the herniated fragment and annual tear fissure ([Photos 2](#F0002){ref-type="fig"}--[3](#F0003){ref-type="fig"}).

![Intraoperative image taken utilizing the O-arm. **A** -- The multiplanar image shows an appropriate working cannula. **B** -- An axial image showed that the left working cannula was misplaced laterally](WIITM-10-26189-g002){#F0002}

![Images from a 23-year-old man who presented with severe left leg pain. **A** -- T2-weighted sagittal magnetic resonance image showing a down-migrated disc herniation at L5--S1. **B** -- Intraoperative 3D reconstruction of discogram showing location of the herniated disc. The working trajectory was set at the herniated disc. **C** -- Intraoperative computed tomography scans of the spine show the multiplanar discography. The discography in axial view reveals an annular tear with extension to the outer annulus](WIITM-10-26189-g003){#F0003}

If the positioning of the working cannula was appropriate, the O-arm was removed and no further imaging was carried out intraoperatively. If revision was required, a second 3D scan was obtained intraoperatively to confirm the correct cannula placement. The discectomy was then started by the Yeung endoscopic spine system (Richard Wolf, Knittlingen, Germany) as usual, in accordance with the standard protocol \[[@CIT0006]\].

Results {#S0004}
=======

Among the 89 patients, 4 patients were lost to follow-up and 85 patients were followed for a minimum of 12 months ([Table I](#T0001){ref-type="table"}). Based on the modified MacNab\'s criteria ([Table II](#T0002){ref-type="table"}), the outcomes of 73 (85.9%) patients were excellent or good, 8 (9.4%) were fair, and 4 (4.7%) were not improved \[[@CIT0007]\]. The 10-point visual analogue scale of pain improved from a mean score of 7.1 pre-operatively to 1.9 post-operatively. There were no complications associated with instrumentation placement or use of the O-arm.

###### 

Clinical characteristics of patients who underwent PELD with O-arm[\*](#TF0001){ref-type="table-fn"}

  Parameter                       Result
  ------------------------------- ------------
  Subjects, *n* (%)               85 (100)
  Age, mean ± SD \[years\]        62.5 ±12.7
  Gender, *n* (%):                
   Male                           44 (51.8)
   Female                         41 (48.2)
  Herniation location, *n* (%):   
   Central                        27 (31.8)
   Paracentral                    30 (35.3)
   Foraminal                      28 (32.9)
  Level, *n* (%):                 
   L3--L4                         8 (9.5)
   L4--L5                         63 (74)
   L5--S1                         14 (16.5)

N (%), unless indicated otherwise.

###### 

Summary of modified MacNab\'s criteria

  Outcome     Description
  ----------- ------------------------------------------------------------------------------------------------------------------------------
  Excellent   No pain and no restriction of activity
  Good        Occasional pain, relief of presenting symptoms, able to return to modified work
  Fair        Handicapped by intermittent pain of sufficient severity to curtail work or leisure activity but improved functional capacity
  Poor        Unimproved symptoms, insufficient improvement to allow increased activity, or requires reoperation at the same level

Discussion {#S0005}
==========

This retrospective study assessed the use of the O-arm for establishing the working trajectory for PELD. We reviewed the outcomes of 89 patients who underwent PELD using the O-arm. At the 12-month follow-up, patients' VAS scores had significantly improved and more than 95% had achieved outcomes that were fair or better, with no major complications.

Inserting a working trajectory into the annulus is a universal feature of all endoscopic lumbar discectomies, and is the most important step. Using the O-arm to aid placement of the working cannula has several advantages over conventional fluoroscopy. For example, the O-arm provides a multiplanar view that better details the working trajectory, including the angle of the surgical trajectory in the axial view, degree of bone resection, and discogram. Thus, the O-arm enables us to achieve a working trajectory in PELD with unprecedented accuracy. Not incidentally, the 3D volumetric reconstruction system allows better training of unskilled surgeons.

Establishing the correct working trajectory will create the optimal surgical field for PELD, and is the key to a successful procedure. However, it is difficult to ascertain the correct path of the trajectory, as the guide needle is affected by tissue and osteophytosis of the facet joint. Although the trajectory may appear to be satisfactory in one plane of a 2D projection, in another plane it may be obviously improper. Without suitable visual assistance by intraoperative imaging, the misplaced working cannula may compress the exiting nerve root close to the neural foramen, which could result in dysesthesia and muscle weakness. This risk can be avoided by confirming the trajectory through the foraminal view in the O-arm, and estimating the distance from the nerve root to the working cannula \[[@CIT0008]\]. Some surgeons prefer the foraminoplastic technique for undercutting the face joint bone to widen and decompress the exit nerve root, especially for lumbar disc herniation at the L5--S1 level \[[@CIT0009]--[@CIT0011]\]. If so, then in the multiplanar view of the O-arm the quality of the bony resection can be checked \[[@CIT0012], [@CIT0013]\].

Compared with CT alone, the surgeon can gain more information regarding the herniated status of the disc from the discogram in the O-arm. In the 3D view, the volume, location, and tear site of disc fragments are revealed, which helps determine the proper endoscopic surgical approach route to the disc material, especially for migrated herniation. Discography also has a specific role in PELD, to differentiate the intervertebral pathologic nucleus and identify the origin of pain \[[@CIT0014]\]. Disc herniation is not the only source of low back pain; the ingrowth of granulation tissue with annular tears may also be a pathologic mechanism \[[@CIT0015], [@CIT0016]\]. Disc granulation should be coagulated through bipolar radio frequency or laser. This method was reported to improve discogenic back pain \[[@CIT0017], [@CIT0018]\]. Low-dose CT discography\'s accuracy in the assessment of disc disruption is superior to fluoroscopic discography \[[@CIT0019]\]. The surgical route can be adjusted according to the site of the annular tear and herniation, to ablate granulation around the annular fissure and extract disc fragments safely.

Our experience is that the O-arm can be applied for PELD in most standard operating rooms. It is compact and mobile, and its effect on the operative room workflow is minor. Although intraoperative magnetic resonance imaging has been used at select institutions for PELD, it is more costly and time consuming, which precludes its widespread adoption \[[@CIT0020]\]. In addition, the O-arm is well suited to evaluate bony structures and results of the discography, helping surgeons to distinguish clearly disc tissue from calcifications and ossifications, and especially for tailoring facet joint resections.

Nevertheless, the O-arm has certain limitations. There is a slight increase in radiation exposure and financial cost to the patient. However, the improvements in PELD afforded by better accuracy may reduce radiation frequency and operative time, which avoids additional hospital costs. The O-arm also does not allow satisfactory visualization of soft tissues. In the future, we hope a similar device may provide sufficient resolution of low-density structures, which could be useful in assessing the remnant of herniated disc tissue. We also note that this study is a retrospective follow-up, and a randomized controlled trial should be performed to compare the efficiency and accuracy of the O-arm with that of conventional fluoroscopy during PELD.

Conclusions {#S0006}
===========

Herein we described our technique for establishing a working trajectory for PELD, using the O-arm. Initial results indicate that the procedure is safe and feasible. This machine provides important details in the intraoperative multiplanar view, which cannot be obtained by fluoroscopy. The 3D reconstruction discography image improves surgical accuracy and is an effective option in anatomically challenging cases.
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